Keep that radiation off of Me!
Radial access may increase operator irradiation if the operator is closer to the X-ray beam. Using appropriate radiation shielding reduces occupational and eye doses without increasing patient irradiation. Reusable shielding can substantially reduce the costs of averting a cancer or cataract relative to the cost of disposables.